[A method of calculating the parameters of multifiber optic catheters].
The paper underlines the necessity of taking into account the relationship of the basic characteristics of multifiber optical catheters, such as the number, position, and diameters of some fibers, to the informational potentials of diagnostic and imaging systems of the basis of the catheters. The relationship is established by applying discretization theorems. The main points are illustrated by an example of practical angioplastic calculation.